Analytical specificity and sensitivity of the APTIMA Combo 2 and APTIMA GC assays for detection of commensal Neisseria species and Neisseria gonorrhoeae on the Gen-Probe Panther instrument.
Genetic detection of Neisseria gonorrhoeae is replacing culture for increased diagnostic sensitivity. Specificity of several nucleic acid amplification tests is suboptimal. Herein, the Gen-Probe APTIMA Combo 2 and APTIMA GC assays had 100% specificity and 100% sensitivity after confirmatory testing, when testing 298 isolates of nongonococcal Neisseria and related species and 205 gonococcal isolates.